
 
Compound:  Erythromycin 
 
Suggested SPE Method 
 
Cartridge Strata-CN 
Matrix Plasma  
Pretreatment See pretreatment document 
Condition/Equilibrate Methanol, then Water 
Load Load 
Wash Water, then 40% Methanol 
Elute 80% Methanol 
 
 
Suggested HPLC Method 
 
Column Luna C18(2) (150 x 4.6 mm) 
Injection   
Mobile Phase 0.1% phosphate buffer (pH 5.0) – acetonitrile (30:70, v/v) 

Flow Rate 1.0 mL/min 
Temperature Ambient 
Detection UV 
  
 
Alternate Suggested HPLC Method 
 
Column PolymerX 7u RP-1 
Injection  20 uL 
Mobile Phase A) 1.75g phosphate buffer (pH 9) (50 mL) + t-BuOH (165 mL) + 

acetonitrile (30 mL) + water (to final volume of 1L) 

B) Acetonitrile 

A/B (50:50) 

Flow Rate 0.8 mL/min 
Temperature 75 deg C 
Detection UV@ 215 nm 
 Reference: App 10406 
 


